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audio visual alarm communication system comprising hooter and indicating lamps will activate.
i. Programmable temperature indicating controller.....02 Nos.( min)
ii. The controllers will be controlled througha programmable software.
iii. The software should have a proper communication interface { Rs 232 or equivalent) with the controller to
monitor process parameters through a connected PC/Laptop (to be supplied along with the controller).
iv. Element controller.. .....04Nos.( min)

V. Connectors............ as required

vi. Blower connectors for oil quenching tank................. 02 nos. .( min)

vii. Blower connector for water quenching tank. ........ R s 02 nos. .( min)
viii. LPG push button........c...ccoiiviiiiiinn. as required

ix. Rotary SWiteh, . iv: s semsvesms svveses sswmmns as required

X. Thermocouples for temperature measurement.............. 06 nos. .( min)

xi. New instruments and accessories may be fixed where ever necessary even outside the above list.
Xii. New proper wirings should be done for synchronization of the above system
xiii. Panel should be powder coated

All the indicators/meters should be arranged in systematic order and marked properly.
General layout and schematic diagram of the total system to be approved before manufacturing to be compatible
with the existing system.

04. | Input Power 415 volt £ 10 %; 50 Hz, 3 phase, A.C.supply. and 2 phase power Supply will be provided from the nearest switch. | N.A.
Supply:

05. | Earthing Earthlings of Electrical panel may be done by connecting with existing earth pits. As required

09. | Heating rate +/- 0.2 to 10 °C/min N.A.
control

10. | Cooling Rate +/- 0.2 to 10 °C/min N.A.
control

11. | Thermo couple | K-Type ... As required

12.

Limit switch

For doors / covers of furnaces

As required




